[Methods of assessing the parameter detail-contrast of X-ray converting receivers].
The paper analyzes methods for assessing the quality of an image in X-ray complexes (emphasis being laid on digital systems) by using the test object detail-contrast. Two possible variants of design of the test object are presented. Data of experimental assessment and comparison of the parameter detail-contrast for number of X-radiation converting receivers are given.